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Abstract 

We have examined high gain first dynode phototubes 
for use in a multicell gas Cherenkov counter at Fermi- 
lab. Price and availability dictated a careful exam- 
ination of the EMI9839KB. Preliminary laboratory tests 
followed by test beam evaluation indicated that these 
tubes were adequate. We report here how the best of 
more than sixty of these tubes were selected based on 
their quantum efficiency, single electron resolution, 
gain and noise. Using the same test procedures we then 
evaluated small samples of Hamamatsu R1332, Amperex 
PM2262 and RCA 8850 tubes. We also report pulse height 
resolution and pulse shape data on the Hamamatsu R1262X 
phototube. We conclude that all four manufacturers now 
produce tubes with useful single photoelectron resolu- 
tion and fast time response. 

Introduction 

Since 1968 when RCA began introduction of alseries 
of photomultiplier tubes with high gain dynodes, 
wide variety of uses for these tubes has developeda 
All uses center around the ability to resolve single 
photoelectrons from both non-cathode noise and multi- 
photon events, but depend in different ways on the 
photocathode sensitivity, fast timing properties, pulse 
height resolution and noise properties. Very recently, 
other suppliers have entered the market for these tubes. 

Requirements 

We sought tubes for a 40 cell Cherenkov counter 
for use in particle identification in multiparticle 
final states.3 Restricted path length availability 
limits light production and forces usto provide state- 
of-the-art light collection systems. We opted for 
bialkali photocathodes on glass envelope tubes coated 
with p-terphenyl wavelength shifter to achieve good 
quantum efficiency.4 In order to optimize.use of 
scarce particle beam time, we looked for tubes with 
-which we could establish high voltage settings and 
maintain the resulting gain based on the single electron 
peak of the tubes. ..' 

-Preliminary Evaluation of EMI9839RB 

Based on price and availability in 1979, we or- 
dered twelve E?fI9839RB phototubes. These tubes feature 
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modest first dynode gain and single electron resolu- 
tion,5 bialkali photocathodes, piano-plano borosilicate 
glass envelopes and 12 stage BeCu linear focused dynode 
structure. After a series of laboratory tests (as de- 
tailed in the following pages) indicated reasonable 
gain, single electron resolution and good photocathode 
blue response, we chose to confirm the suitability of 
these tubes for Cherenkov counter use by test beam 
measurements. We therefore set up a test in the Fermi- 
lab M5 test beam which measured the light collection 
properties of our Cherenkov counter components and 
demonstrated the suitability of our laboratory tests 
for evaluation of Cherenkov counter phototubes. 

Beam Tests 

The test apparatus is shown schematically in 
Figure 1. A test beam of negative 30 GeVlc particles 
was defined by scintillator counters U,D and Cherenkov 
counters Cl and C2. These particles were focused onto 
a final set of defining counters X,.Y and Z where Y was 
a veto counter with a 2 cm circular hole. The test 
Cherenkov counter CT consisted of a 1.4 m  long alumi- 
num box filled with nitrogen at atmospheric pressure. 
A 2.4 inm thick spherical glass mirror (focal length 
1 m)7focused lightoonto a Winston type light collection 
cone placed at 90 to the beam direction. This cone 
collected light from a 5" diameter-circle and focused 
it onto a 1.9" diameter circle fs-the photocathode. 
The phototube to be tested was placed at the exit of 
this cone. A moveable baffle was placed upstream of 
the mirror to allow tests with light collection from 
various particle path lengths. 

Test Procedure 

The beam Cherenkov counters Cl and C2 were set to 
define electrons by appropriate helium pressure. Using 
.coincidence circuits, we definkd particles incident on 
the tesl counter CT by DDClC2XYZ=E for electrons and 
UDFl?!2XYZ=H for non-electrons (mostly s). Since both 
pions and electrons are well above threshold in N2 at 
this momentum, tests could be performed with each. H 
defined a high rate beam but with a small admixture of 
slow particles. E contained an (almost) pure fast 
electron beam but at lower rate. We used the ineffi- 
ciency method to determine the photoelectron skistics. 
For a given baffle setting and using a 30mV threshold 
on CT; we varied the voltage on the test tube to 
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Pig. 1. Cherenkov Test Counter configuration at Fermilab 
M5 beam. The baffle can be moved parallel to the 
particle path to vary the length from which'photons 
are collected. 
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maximize the efficiency, cH, of CT (plateau) where 
CT-H 

EH = H 
. 

We then varied the baffle location and recorded for 
each path length II the efficiency &H as well as the 
accidental rate associated with it, aH (as measured 
with 200 ns delay). Each tube was measured in this 
fashion. Then a sample of 6 tubes was coated by 
vacuum deposition with p-terphenyl followed by MgF2 
for protection. The measurement of efficiency vs. 
path length was then repeated.g 

Analysis of Test Beam Measurements 

We write the formula for light production in a 
Cherenkov counter as: 

N = No S? sin20c 2 No R 2(n-l), 

where N is the observed number of photoelectrons for a 
single fast particle, R is the path length for which 
we collect light from the beam, 0, is the Cherenkov 
angle, n the index of refraction of the gas and N is 
a figure of merit for the light collection system? N 
involves an integral over wavelength of the Cherenkov' 
production spectrum, transmission of light in the gas, 
the reflectivity of the mirror, the absorption and 
emission properties of the wavelength shifter (if any) 
and the quantum efficiency of the photocathode. The 
second expression holds for particles well above thres- 
hold. 
system. 

By determining N vs. R we infer No for our 

If we assume that each photoelectron emitted 
causes a count in the tube then we can relate the pro- 
bability of no count (p) to the number of photoelec- 
trons by Poisson statistics, 

N = -In (p) 

We found however that with suitably long path lengths, 
the efficiency did not rise sufficiently close to 1. 
This could be naturally attributed to the combination 
of false counts in the beam telescope H and to counts 
due to slow particles (5 plus off-momentum second- 
aries). With sufficient data on EH vs. R, this could 
be adequately accounted for by assuming a maximum 
efficiency n corresponding to C counting all fast 
particles. H aking this and acci ental -3 rates into 
account we find that 

G-a.. 
N = ). = -ln(l- qH(1-g) 

TABLE I 

Test Beam and Laboratory Measurements on EMI9839KB 

t p-T- FNAL EMI 

!hL N "CB" CB !h -- 
75308 61 -99 130 .99 11.9 10.6 
75309 62 .99 124 .994 11.3 10.6 
75313 65 .98 135 .991 11.9 10.3 
75318 67 .99 172 .998 11.7 12.2 
70475 25 .98 78 .99 7.2 5.8 
70479 33 .99 75 1.0 6.5 5.3 

NOTE: FNAL "CB" numbers are unnormalized. Average 
N $or uncoated tubes is 52. Average N for coated 
&bes is 119. So the wavelength shifted gains on aver- 
age 2.3. Average EMI CB is 9.15. If CB is selected 
to be greater than 10, expect Nn with coated tubes to 
be > 130. 

To determine n 
BT 

we require a linear relation be- 
tween R and N. In igure 2, we plot the calculated 
values of N for various assumptions of n for a typical 
data set. The value of N shown is calcilated from the 
solid line corresponding to n =.988. 
efficiencies (short path leng h) i! 

Note that at low 
there was less effect 

from n 
P 

so that one could obtain a lower limit on N 
withou further assumptions using short path length' 
data. 
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Fig. 2. Photoelectron Yield vs. Path Length. The 
line corresponds to N =172. The beam con- 
tamination is charact&ized by nH. See text. 

Results from Test Beam 

In Table I, we list our test results for various 
tubes with and without wavelength shifter and also the 
results of both Fermilab and EM1 laboratory tests for 
these tubes. Based on this table, we draw several im- 
portant conclusions: 

1. The laboratory tests of photocathode response 
are in good agreement with the beam tests. Useful 
selection can be made on the tubes in the lab. 

2. With our light collection system we have ob- 
tained an average improvement of a factor of 2.3 in No 
by use of the wavelength shifter p-terphenyl. 

3. We can obtain values No?130 by appropriate 
selection from a sample of EMI9839KB phototubes. 

Laboratory Tests 

During the summer of 1980, we assembled test 
equipment, bases and tubes to allow selection of the 
best tubes from a sample of sixty-seven EMI9839KB 
tubes. With this equipment, we have tested also the 
RCA, Hamamatsu and Amperex tubes listed previously. 

Pulse Shape Measurement 

We used a base which had been carefully configured 
to eliminate ringing effects due to external sonnec- 
tions. We placed tube and base in a dark box and sup- 
plied sufficient voltage to see pulses from photocat- 
hode dark current. (With all of these tubes this 
provides a distinctive pulse height band.) This was 
recorded on a Tektronix 7904 Oscilloscope triggered 
internally (to provide pulse shape information inde- 
pendent of photocathode transit times and light source 
pulse effects). 

a 
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measurements with the manufacturers' measure of blue 
response (CB) and found good correlation. The combined 
uncertainty of their measure and ours is about 5% o. 
Although our blue response numbers are relative numbers 
only, we have normalized them approximately to the EM1 
Corning Blue numbers. A Corning Blue measure of 10 
corresponds approximately to a quantum efficiency of 
25% at 4200%. 

Photocathode Sensitivity Measurement 

We constructed for each tube to be tested a base 
which connected the tube as a photodiode with all dy- 
nodes and grids connected to the anode. This was then 
connected to the phototube and the full cathode ex- 
posed to a stable light source. The light sourcelo 
used was a lB59/1130B glow discharge tube powered by a 
stable 60Hz square wave generator. Filters were inter- 
posed between source and photocathode to define the 
frequency band to be measured. For measurements of 
blue response a Corning CS-5-58 filter11 of half stock 
thickness was chosen. This was intended to approxi- 
mately reproduce the relative response of the CB number 
defined by EMIL2 and others. For purple response near 
the emission peak of the p-terphenyll3 we chose a 
Corning CS-7-37 filter." The phototube output was 
connected to the 1 Megohm input of a Tektronix 575 
Oscilloscope. The output voltage on the scope is then 
directly related to the photocathode response at the 
wavelength given. Using a fixed source light level, 
all tubes were compared for both blue response (de- 
fined CB) and near ultraviolet response (defined CP). 
These provide a relative measure of photocathode 
response. 

Gain Measurements 

The phototube gain was obtained by calibration of 
the pulse height analysis system from which 7; ohtain 
the charge in the single photoelectron peak. 

Single Electron Resolution Measurements 

The resolution of the tubes for single and multi- 
ple photoelectrons was measured with a Northern NS-900 
multichannel analyzer driven by a EG&G LGlOZ/N linear 
gate and stretcher. The light source was a green 
light emitting diode (LED) driven by a 30ns wide pulse. 
A 150ns pulse was derived from the pulser and gated 
the LGlOZ/N. This system operates at > 20 KHz allow- 
ing very rapid data acquisition. The disadvantage lies 
in the fact that multi-photoelectron events do not come 
from simultaneous photoelectrons so any instantaneous 
current effects on multiphoton resolution will be 
missed. We measured resolution with a peak 25 channels 
above pedestal which corresponds to a gain of (7i3) x 
106. 

Noise Rate Measurement 

The rate of noise pulses was measured by amplify- 
ing the anode pulse in a X10 fast amplifier (LRS 234) 
and discriminating the resulting pulse at a 30mV thres- 
hold with a LRS 621BL discriminator whose output drove 
a fast scaler. The gain was set at 25 ch above pedes- 
tal as described above. We determined the threshold 
for this system to be (.3*.15) photoelectrons. In all 
cases this noise measurement was carried out with only 
very little time to stabilize so the noise rates we 
find should be considered as upper limits to what one 
can achieve. 

Results of Measurement: EMI9839KB 

We sorted the tubes for the Cherenkov counter by 
demanding adequate gain and single electron resolution, 
eliminating tubes with excessive noise and then sorting 
according to quantum efficiency so that the tubes with 
best photocathodes are in the most important locations. 
In Figure 3, we see the distributions of resolution 
and noise rate observed for these tubes. The photo- 
cathode sensitivity measurements are shown in Figure 
4. We note that the measurements of response at 37002 
and 42002 are well correlated. Selection on blue 
response alone would be adequate. We compared our 

I I I I I 

0.5 1.0 1.5 
UPPER HWHM / PEAK 

Fig. 3A. Distributions of Laboratory Measurements 
for EMI9839KB. Half width at half maxi- 
mum / peak measured on upper side. Tubes 
with no discernible peak are plotted to 
right at 1.5. 

DARK COUNTS AT GAIN 6 x106 
Fig. 3B. Distributions of Laboratory Measurements 

for EMI9839KB. Noise rate at fixed gain. 

Measurements of Amperex, EMI, Hamamatsu and RCA Tubes 

In addition to the large sample of EM1 9839KB 
tubes described we tested samples of 3 Amperex PM 2262 
tubes, 2 Hamamatsu R1332 tubes and 1 Hamamatsu R1262X 
tube supplied by the manufacturer, as well as three 
RCA 8850 tubes for comparison. One of the latter was 
purchased recently while the other two have a history 
unknown to the authors. 

Pulse shape data on representative tubes are shown 
in Figure 5. Note that all tubes have an asymmetric 
pulse shape with better rise than fall times. Although 
much effort was expended to eliminate ringing effects 
due to the base assembly, the small effects on the Am- 
perex, EMI and RCA tubes may still represent basing 
limitations. The more severe ringing observed on the 
Hamamatsu R1262X tube was carefully investigated and 
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Fig. 4A. Photocathode Sensitivity Measurements.for 
EMI9839KB. Correlation of blue (4200%) and 
ultraviolet (37002) measurements. Both scales 
are arbitrary. 

Amperex Tube PM2262 835 

RCA Tube 8850 #P23972 2200 Volts 

1760 Volts 

10 mV/div. 

2 ns,'div. 

5 mV/div. 

2 ns/div. 

Hamamatsu Tube RI332 825 

CP (Arbitrary Units) 

Fig. 4B. Photocathode Sensitivity Measurements for 
EMI9839KB. Distribution of measurements of 
CB and CP. 

found not to be associated with the base. The manu- 
facturer advised us that the ringing effects werelQe- 
lieved to be associated with the anode structure. 

In Table II, we list other measured parameters for 
a few EMI tubes plus the other tubes available. The 
Hamamatsu R1262X tube was not available to us at the 
same time. Observations of its single electron resol- 
ution was made with a system with poor linearity so the 
FWHM was poorly measured. However we did observe multi- 
photon spectra with separations between 3 and 4 clearly 
seen. We did not optimize our light level to deter- 
mine the largest number which was discernible but the 
multiphoton resolution of the R1262X was clearly the 
best of any tube in this sample. For the purpose of 
measuring and monitoring gain, all the tube types have 
adequate single electron resolution. Although we do 
not consider the noise measurements we have to be de- 
finitive, all tubes have rates low enough to be inter- 
esting for single photon counting. Likewise, all tubes 
have adequate photocathode response for Cherenkov ap- 
plications. We have not performed cathode uniformity 
tests. 

Hamamatsu Tube R1262X 

5 mV/div. 

2 ns/div. m  

1800 Volts 

10 mV/div. 
, _. 

Fig. 5. Single electron noise pulses as measured by a 
Tektronix 7904 Oscilloscope. Refer to the 
cautionary notes in text. 
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RESULTS OF LABORATORY MEASUREMENTS 

Tube Type EMI9839KB HAMAMATSU R1332 

Serial Number 73200 75293 75318 75429 ZC2748 25 

Photocathode 
CB 8.5 10.4 11.7 10.6 
CP 7.5 9.8 10.8 9.9 

Single Electron Resolution 
Upper 
HWHM/Peak .33 .42 .59 .39 
Voltageb 1760 1970 1910 1940 
Noise Counts 2908 246 137 18K 

b Voltage at which gain 7~10~ was achieved 

12.5 12.0 12.4 12.2 12.3 11.2 9.8 10.4 
11.5 11.6 12.0 12.0 11.6 10.1 9.4 9.7 

.46 .29 .40 "32 .38 .25 .28 .22 
1940 1750 1570 1590 1660 1930 2050 1820 

780 1300 475 280 1300 550 300 350 

using base with linear voltage distribution. 

Multiphotoelectron Resolution 

Except for possible instantaneous current effects 
(which we did not measure), the multiphotoelectron re- 
solution of a tube is determined fully by the single 
electron distribution. For reference purposes, we 
have chosen three tubes for illustration of the multi- 
photoelectron resolution obtained with various single 
electron resolution widths. The light level for each 
test was adjusted to provide the same number of counts 
in each of two peaks to illustrate the maximum number 
of discernible peaks in such a distribution. Figure 
6 shows the relevant distributions. 

5. 

6. 

7. 

Conclusions 8. 

Our most important conclusion is that now four 
manufacturers supply tubes with high gain first dynodes. 
We have examined small samples of tubes from Amperex 
and Hamamatsu and found them to be very desirable but 
of course wider variation should be expected in a large 
sample. With a large sample of EMI9839KB tubes we find 
all but a few are suitable for our use in a multicell 
Cherenkov counter. For our purpose, we have found no 
important limitation due to the plano-plano tube en- 
velope while its use has resulted in considerable cost 
savings. 
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Fig. 6B & 6C. Multiphotoelectron Pulse Height Spec- 
tra (counts vs. pulse height). Light 
levels were chosen to illustrate max- 
imum resolvable number of photoelec- 
trons. 


